Objective: Because of advances in technology and experience of the operator, endovascular aneurysm repair (EVAR) has supplanted open repair to treat abdominal aortic aneurysm (AAA). The low 30-day mortality and morbidity of EVAR make the endovascular approach particularly suitable for patients at high surgical risk. However, endoleak or endograft migration requiring secondary intervention or open surgical conversion is a limitation of EVAR. The Nellix system (Endologix, Inc, Irvine, Calif) has been designed to seal the entire AAA to overcome these limitations with EVAR. We report the results of a retrospective, multicenter study with endovascular aneurysm sealing (EVAS) aimed to assess technical success, procedure-related mortality, complications, and reinterventions.
Endovascular aneurysm repair (EVAR) is being increasingly used because of its lower perceived risk of early postoperative mortality and morbidity compared with open surgical repair. 1 Nonetheless, long-term data demonstrate high reintervention rates after EVAR, resulting in higher costs compared with surgical repair. 2, 3 Endoleaks are one of the most common causes of reintervention after EVAR. 4 To prevent such complications, some authors suggest filling the aneurysm sac at the time of the primary standard EVAR procedure with coils and glue, reporting acceptable results. 5, 6 Recently, a new model of endograft, the Nellix endograft (Endologix, Inc, Irvine, Calif), has been introduced, which is designed to seal the entire aneurysm sac with two polymer-filled endobags surrounding covered balloon-expandable stents. Endovascular aneurysm sealing (EVAS) with the The editors and reviewers of this article have no relevant financial relationships to disclose per the JVS policy that requires reviewers to decline review of any manuscript for which they may have a conflict of interest.
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Nellix graft aims to minimize the risk of endoleaks and endograft migration. Early results with EVAS in multicenter registries in the United States and Europe have reported promising outcomes up to 1 year of follow-up. 7, 8 The aim of this study was to determine the safety and efficacy of elective EVAS with the latest model of the CE-marked Nellix in a real-world experience of 16 highvolume, trained centers that participated in the Italian Research on Nellix Endoprosthesis (IRENE) study.
METHODS
This retrospective multicenter study was performed to evaluate the Nellix endoprosthesis in the elective treatment of abdominal aortic aneurysm (AAA). This study complied with the principles of the Declaration of Helsinki, and when requested, the data collection and acquisition were approved by the local ethics committee and respective Institutional Review Boards from each site. Informed consent of the patients was obtained for the procedures but was not required for the study. Preoperative, procedural, and follow-up data were retrospectively obtained from hospital records.
Inclusion criteria for the study were juxtarenal or infrarenal aortic aneurysm requiring elective treatment, AAA diameter $4.5 cm, and AAA enlargement >1 cm within the previous year. Preoperative computed tomography angiography (CTA) imaging assessed the characteristics of the abdominal aorta, aneurysmal sac, and iliac arteries. Aneurysm diameter, length, and volume were calculated with centerline measurements on CTA reconstructions for stent sizing. Baseline anatomic measurements were considered outside of the instructions for use (IFU) when the aortic neck length was <10 mm, the aortic neck diameter was <18 mm or >32 mm, the infrarenal neck angulation was >60 , or the blood lumen diameter was >60 mm. All patients were monitored postoperatively with clinical evaluation and duplex ultrasound or contrastenhanced ultrasound examination before discharge and at 1 month, 6 months, 12 months, and 24 months. A 1-year control by magnetic resonance imaging (MRI) or CTA was performed in all cases per the standard surveillance program of each center. Complications that occurred during and after EVAS were classified per the reporting standards for endovascular aortic aneurysm repair. 9 Aneurysm sac enlargement was defined as an increase >5 mm in maximum AAA diameter compared with the baseline computed tomography (CT) study. Endograft migration was defined as stent movement compared with the original location, either proximally at the infrarenal level or distally within the iliac arteries. Continuous data were reported as mean, median, standard deviation, range (minimum-maximum), and interquartile range for continuous variables. Frequency and percentages were reported for categorical variables. Kaplan-Meier estimates reported freedom from procedure-related complications. Statistical analysis was performed using SAS version 9.4 (SAS Institute, Cary, NC). Table III , and the same parameters divided in different classes based on anatomic measurements of proximal aortic neck, aneurysmal sac, and common iliac arteries are reported in Table IV . Preoperative CTA data Recommendation: This study suggests that endovascular aneurysm sealing with the Nellix device has a low incidence of endoleaks and reinterventions at 1 year.
RESULTS
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included the presence of proximal neck circumferential thrombus in 99 cases (29.5%), aneurysmal sac thrombus in 291 (86.9%) cases, and associated iliac artery aneurysms in 63 (18.8%) cases. Seven patients (2%) with common iliac diameters >35 mm were treated within the IFU without the need for hypogastric artery occlusion. Local or locoregional anesthesia was used in 161 (48%) and 21 (6.3%) cases, respectively. The remaining 153 (45.7%) patients were operated on under general anesthesia per their clinical status and the anesthetic protocol for endovascular repair of each site (Table V) . The choice of the different type of anesthesia was institution specific, given that several centers chose general anesthesia regardless of the access method. Femoral access was bilaterally surgical in 183 (54.7%) cases and bilaterally percutaneous in 146 (43.5%) patients. In six (1.8%) cases, femoral access was percutaneous on one side and surgical on the contralateral one. The length of Nellix stents ranged from 100 to 180 mm bilaterally, and stent graft lengths ranging from 140 to 180 mm were used in 90% of cases. A 7 atm simultaneous inflation of the balloons within the stents was used at deployment, and a subsequent 30-second balloon inflation at 9 atm was performed after the filling. In all patients, the endobags were inflated with saline before filling to assess the required polymer volume. Angiography was carried out at the end of prefill. A secondary fill was performed in 16 (4.7%) cases. Polymer volume and fill pressure values are reported in Table VI . Mean operating time was 101 minutes. A planned chimney technique was employed in eight (2.4%) cases with juxtarenal aneurysms. The parallel grafts of the chimney complex were inserted in one renal artery in 4 cases, in both renal arteries in 2 cases, and in the superior mesenteric artery plus renal arteries in the remaining 2 cases.
The Nellix device was successfully deployed all cases. No type IA or type II endoleaks were detected at completion angiography. One periprocedural type IB endoleak due to the inability of an endobag to reach one of the common iliac arteries was observed. This endoleak was successfully treated with a covered stent (Advanta V12 balloon-expandable covered stent; Atrium Medical There were no deaths within 30 days of the index procedure. Through 1 year, 19 (5.6%) deaths were reported, including two deemed procedure related. At 1 year, 49 patients were lost or overdue at follow-up. There were 335 (100%) patients with 1-month follow-up data, 323 (96.4%) with 6-month data, and 267 (79.4%) with 1-year data. All patients were submitted to duplex ultrasound (74%) or contrast-enhanced ultrasound (26%) examination. At 1 month from Nellix implantation, a CT control was carried out in 147 (44%) cases and an MRI study in 32 (9.5%) cases. One-year CT and MRI data were available for 242 and 25 cases, respectively. Follow-up imaging demonstrated widely patent endograft lumens and intact endobags. There have been no aortic ruptures.
Surgical correction of access-related femoral pseudoaneurysm was needed at the level of percutaneous access in two (0.6%) cases. Eight (2.3%) patients had a distal embolization successfully treated with thromboembolectomy, including three cases in the first 30 days. Three (0.9%) stent occlusions were identified and treated with thrombolysis combined with subsequent dual antiplatelet therapy in one case and with adjunctive stent placement in the other two. Among these, two occlusions occurred within the first month and the other occurred 6 months after device implantation. Two (0.6%) stent migrations in the caudal direction were observed. One migration of 4 mm was associated with a type IA endoleak, which was corrected. The other migration (>5 mm) was treated with a Nellix-in-Nellix procedure combined with chimney stenting in the left renal artery. Follow-up imaging investigations revealed five type IA endoleaks (1.5%); three were successfully treated using catheter-directed embolization (coils and glue); two were unsuccessfully treated percutaneously and required open conversion because of a significant aneurysmal sac enlargement (>5 mm). Among the type IA endoleaks, one was evident at 1 month and four during subsequent follow-up. One type IB endoleak was identified on 12-month follow-up imaging and was treated by deployment of covered stents to distally extend the Nellix stent lumen (Advanta V12 balloon-expandable covered stent). There were 5 (1.5%) type II endoleaks, 2 observed at 1 month, 2 at 6 months, and 1 at 1 year. Among these, four spontaneously resolved and one remained under surveillance at 1 year. Open surgical conversion was required in four (1.4%) cases. Reasons for conversion included aortoduodenal fistula (1), endograft infection (1), and significant aneurysm sac enlargement due to type IA endoleak previously unsuccessfully treated through percutaneous access (2) . Overall, 18 patients (5.3%) underwent aneurysm-related reinterventions, six performed within 30 days and 12 performed after 30 days. Secondary interventions were carried out for distal embolization (8), stent occlusion (3), stent migration (1), and endoleak (6), including five type IA and one type IB. Freedom from aneurysm-related reintervention was 98.3% at 1-month and 94.7% at 1-year follow-up. Kaplan-Meier estimates of freedom from secondary interventions, Nellix occlusion, and type I and type II endoleaks are shown in the 
DISCUSSION
The IRENE study was designed to analyze the results of EVAS with the Nellix device in a real-world scenario in a wide number of centers with experience in aortic endografting. To the best of our knowledge, this study reports the early results of the widest experience so far collected with this new aortic endovascular device. The preliminary data on EVAS in Italy suggest that this procedure is safe and effective. Nellix technology appears to be widely applicable to patients with infrarenal AAA. The greater number of procedures performed in male patients was related to the higher epidemiologic incidence of aneurysmal disease and not related to a different morphologic applicability of this device between genders.
Most patients in this series were operated on under locoregional anesthesia with a mean operating time of 101 minutes, highlighting the ability of the Nellix system to achieve expeditious aneurysm sac exclusion. This also suggests a shorter fluoroscopy time as confirmed by Antoniou et al, 10 who reported a mean operating time of 121 minutes after EVAS compared with 162 minutes for EVAR, with a resultant shorter fluoroscopy time.
Although it is to be confirmed, this finding can represent another added advantage of EVAS to minimize the potential risks of radiation exposure of both patients and operating staff that is related to the increasing use and complexity of endovascular procedures. A differentiating feature of Nellix is its limited number of different modules that are needed for complete sac sealing of all potential different anatomies. Thus, in the IRENE registry, five different stent graft lengths were used for treatment of 90% of the patients. A practical benefit of this finding is that hospitals would need to store fewer grafts, even in case of uncommon aneurysm anatomy or in emergency settings. In addition, the single diameter of Nellix stents allows effective treatment of a wide range of aortoiliac diameters as demonstrated by 2% of patients in the current study who had an AAAassociated with common iliac artery diameters >35 mm that were treated within the IFU of the Nellix device without embolization of the ipsilateral hypogastric artery.
These data are consistent with those published by Youssef et al, 11 who treated 33 patients with extensive iliac aneurysms with the Nellix endobag to cover the ostium of the hypogastric artery without the need for its preventive embolization using the Nellix-in-Nellix technique if necessary. The mere coverage of the hypogastric artery origin without embolization may reduce the risk of buttock claudication by preserving its collateral branches. The early unilateral Nellix stent occlusions that occurred in the current series were likely due to the distal landing of the stents in angulated or narrow iliac arteries. Whereas this complication was not attributed to device failure, careful selection of patients, correct evaluation on final angiography, and eventual adjunctive stent placement may avoid such complications. 12 The 2.3%
incidence of distal embolization was not associated with particular difficulties encountered in performing the procedures. The most likely cause of distal embolization may have been mobilization of mural thrombus at the time of the dual bag inflation during the original EVAS procedure in patients with particularly fragile sac thrombus. This suggests that greater attention should Fig. Kaplan-Meier curves of the secondary intervention, stent occlusion, type I endoleaks, type II endoleaks, and composite end point. The composite end point was defined as the occurrence of distal embolism, stent occlusion, stent migration, type I or type II endoleak, or aneurysm-related reintervention. The discontinuous curves refer to the confidence interval with 95% confidence level. Follow-up data were available for 335 patients at 1 month, 323 at 6 months, and 267 at 1 year. During follow-up, 8 patients and 49 patients were lost at 6 months and 12 months, respectively.
be given to device stabilization during polymer filling.
The use of other devices may be appropriate to treat aneurysms presenting with a large amount of inhomogeneous mural thrombus. Landing in tortuous iliac arteries may increase the risk of graft occlusion, especially with a rigid device like the balloon-expandable stent graft of the Nellix device. This may explain the 0.9% incidence of limb occlusion found in the current series and suggests the use of adjunctive iliac stenting if needed. This is consistent with the experience of St. George's Vascular Institute of London, in which adjunctive iliac stenting was required in 59% of the 105 patients undergoing EVAS. These authors stated that when extensive iliac stenting was employed, no graft occlusion occurred. 13 Unlike conventional endografts, the Nellix system uses polymer-filled endobags that obliterate the aneurysm lumen to achieve a seal, thus allowing aneurysm exclusion and sealing. The polymer-filled endobags of the Nellix device can adapt to an irregular or noncircular aortic neck. The sac-anchoring mechanism of Nellix can also minimize potential longitudinal and lateral movements and subsequently prevent type I Nellix endoleaks, stent migrations, and fractures. This potential seems to be confirmed by the low incidence of stent migrations and type I endoleaks in this study compared with EVAR.
The management of type I endoleaks after Nellix implantation is still debated because there are not yet enough data about their natural history. When endoleak occurs after EVAS, it may fill either the virtual space between the Nellix endobags and the sac or the limited space between the endobags. It follows that the endobags can stem the leakage by reducing the amplitude and trend of pressurization and lowering risk of AAA rupture. As in one of our cases, a type I endoleak can also have an outflow through the inferior mesenteric artery or lumbar arteries, which further reduces the pressurization of the aneurysmal sac and the risk of AAA rupture. Nevertheless, it is intuitive to predict that type I endoleaks after EVAS can cause sac enlargement and ultimately aneurysm rupture. This justifies the choice to treat all type I endoleaks in the current study even without a significant aneurysm enlargement.
Type II endoleaks, which represent approximately half of all endoleaks after EVAR, occur in 10% to 44% of patients. Opinion has been divided about their significance in EVAR because most of these endoleaks are innocuous and transient. However, some may be associated with aneurysm sac enlargement requiring endovascular reintervention or even conversion to open repair. Sac enlargement may accompany persistent type II endoleaks, and enlargement prompts reinterventions and associated incremental health care costs. Even in the absence of sac enlargement, the mere presence of a type II endoleak requires a more rigorous imaging surveillance with additional cost. In addition, Nellix allows complete sac sealing, thus preventing type II endoleaks originating from the patent collateral branches into the aneurysmal sac, mainly in those cases of AAA without mural thrombus. The 1.5% incidence of type II endoleaks is significantly lower than after EVAR. In addition, most of these endoleaks resolved spontaneously, and the others did not cause sac enlargement. This supports the hypothesis that the Nellix system can reduce the frequency of type II endoleaks and promote their thrombosis when they occur.
The low incidence of any type of endoleak in the current study is consistent with the data from the multicenter experience of the EVAS FORWARD Global Registry, which reported 1-year freedom from type I and type II endoleak of 96% and 98%, respectively. 14 In the current series, there was a higher percentage of type I endoleaks observed in patients treated outside of IFU recommendations. These data suggest that selection of patients and deployment techniques were likely to be associated with some of the clinical failures, principally endoleaks. Those cases with juxtarenal aneurysms with neck lengths ranging from 2 to 5 mm have better results from chimney technique combined with Nellix implantation. In these cases, no endoleaks were detected, even after a triple chimney procedure that is considered at highest risk of the so-called gutter endoleak when it is combined with any other EVAR procedure. However, the preliminary results of the IRENE study cannot prove any possible long-term evolution of Nellix sac sealing. The current analysis is limited by the short length of follow-up and by the site report of adverse events. The retrospective nature of the collected data may have increased the risk of selection bias. In addition, the study population is not homogeneous and includes juxtarenal aneurysms with use of chimney grafts. This limitation may also represent an additional value of this study as all centers agreed to include all consecutive cases operated on with EVAS in the study period, giving a realistic picture of the use of the Nellix device in a real-world experience. Still, the use of the Nellix device was compliant with the IFU criteria in 88% of the cases, reflecting a tendency to follow the standard indications at most of the centers. Follow-up imaging protocols differed from center to center; therefore, imaging follow-up data were not homogeneous. However, most of the patients had at least one CT or MRI study at 1 year from the procedure, and complications detected by duplex ultrasound were always confirmed by CTA or MRI. Finally, the lack of a centralized and external imaging review may increase the risk of missing complications. Nevertheless, the experience of all participating centers may have mitigated such risk.
CONCLUSIONS
The preliminary results of this real-world multicenter study demonstrate that EVAS with Nellix for the management of AAAs appears feasible. This device platform provides acceptable procedure-related mortality with low overall complication and reintervention rates. Definitive conclusions on the value of this novel device await long-term follow-up data.
